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Cone beam computed tomography (CBCT) is an excellent imaging technique in dentomaxillofacial volumetric study.\[[@ref1]\] Long acquisition time (5.4--40 s)\[[@ref2]\] increases the risk of head movement and consequently artifacts. They are actually a frequent occurrence (from about 21% to 42% of the examinations) even if not all movements cause artifacts.\[[@ref3]\] However, only \<2% of the CBCT examinations is repeated since the image quality is compromised.\[[@ref4][@ref5]\] This is a key point for the patient undergoing CBCT examination because the X-ray dose to the patient doubles when a reexposure is needed. In addition, a good image quality is required by surgeon during the planning of the implant/orthognathic treatment, especially for software-guided planning surgery.\[[@ref1]\]

Many factors can be related to the movement of the patient\'s head during CBCT examination. They are represented by head position, chin position, presence/absence of cotton rolls to stabilize patient\'s jaws, CBCT unit arm touching patient\'s hair, open or shut patient\'s eyes, and patient\'s age.\[[@ref5][@ref6]\]

The different kinds of head movement (nodding, tilting, rolling, tremor, and translation) were evaluated by various systems including visual assessment, video recording, accelerometer-gyroscope registration, and automated approach based on optical flow theory.\[[@ref4][@ref5][@ref7][@ref8]\] These showed that keeping a correct position of the head during the whole scan time is essential to achieve an optimal image acquisition.\[[@ref9]\] Horizontal CBCT units use a head support to ensure a better patient stability. Nevertheless, until now, no head support has been tested to reduce patient movement. Further knowledge on head support is relevant for optimizing the head position/stabilization to avoid or minimize motion artifacts.

On this background, the main purpose of our study was to evaluate the repetition rate of examination due to motion artifacts in horizontal CBCT, using three different kinds of head support, with reference to the patient\'s age. The secondary purpose was to evaluate how comfortable head supports were.

M[ATERIALS AND]{.smallcaps} M[ETHODS]{.smallcaps} {#sec1-2}
=================================================

Independently from gender, disease, treatment, and clinical query, from June 1, 2016 to November 28, 2016, maxillofacial/dental arches of 750 patients (age range 6--83 years) were examined in Florence, Italy, through NewTom 5G CBCT (QR, Verona, Italy). This horizontal unit was chosen because of its very small focal spot (0.3 mm), isotropic voxel (minimum 0.075 mm), large field of view including the entire skull and cervical spine (maximum 18 cm × 16 cm), and SafeBeam™ technology which automatically adjusts the radiation dosage according to the patient\'s size. This study was approved by the Research Ethics Committee and informed written consent was obtained from each patient.

With reference to previously papers carried out on a large sample size,\[[@ref4][@ref10]\] the patients were divided into three groups of 250 each, in relation to the head support used:

Foam headrest \[[Figure 1](#F1){ref-type="fig"}\] Figure 1(a and b) Foam headrestFoam headrest with 5 cm large Velcro head strap \[[Figure 2](#F2){ref-type="fig"}\] Figure 2Foam headrest with Velcro head strapCarbon head restraint helmet covered by foam \[[Figure 3](#F3){ref-type="fig"}\]. Figure 3(a and b) Carbon head restraint helmet covered by foam

Each patient used only one kind of head support. The patients were consecutively enrolled until expected number was attained. Criteria for allocating the patients in the three different groups were to adopt only one head support cyclically selected in each daily session. Each group was subdivided into three groups in relation to the age:

Fifty patients ≤18-year-old (18 s scan time)One hundred and fifty patients from 19 to 65-year-old (26 or 36 s scan time)Fifty patients ≥66-year-old (36 s scan time).

The choice of the scan time was due to clinical and protectionist reasons.

A bigger number of middle age patients was recruited because this group had a wider age range and two different scan times.

Immediately before the scan, all patients laid down on the table were ordered to keep still to breath slowly and not to swallow. A cotton roll was positioned between the two dental arches in 627 patients to avoid crowns overlapping. Conversely, a cotton roll was not set in 123 patients ‒ dental examinations carried out with prosthesis and occlusal key for software-guided planning surgery, maxillofacial examinations with a large field of view carried out in habitual occlusion for orthognathic purpose, and dental/maxillofacial examinations in toothless jaws ‒ as requested by clinicians.

At the end of the scan time, before the patient got off the CBCT-unit, axial, coronal, and sagittal images were simultaneously examined by two skilled dentomaxillofacial radiologists (21 and 9 years of experience, respectively). They evaluated, in consensus, the presence of motion artifacts, and finally, if the examination had to be repeated in relation to the clinical query.

The following severity index, divided into four tiers, was adopted.

Degree 0 (G0): Absence of artifacts. No examination repeatedDegree 1 (G1): No significant artifacts. An excellent image analysis is achievable. No examination repeatedDegree 2 (G2): Significant artifacts. A diagnostic image analysis is possible. Examination sometimes repeated in relation to the clinical queryDegree 3 (G3): Remarkable artifacts. A reliable opinion cannot be formulated. Examination always repeated.

The re-exposure always occurred with the same scan time and head support, without cotton roll, changing the masticatory muscles contraction. The result of the second scan was evaluated separately. A third scan was never performed.

At the end of the examination, each patient gave their judgment about the comfort of the head support in relation to their subjective perception. They filled out a questionnaire representing their degree of satisfaction with the head support comfort. The questionnaire was made up of ten questions \[[Figure 4](#F4){ref-type="fig"}\]. All the questions answered yes or no. The judgment was insufficient, sufficient, or good when the positive answers were 9--10, 7--8, or 0--6, respectively.

![Questionnaire on the head supports comfort](JISPCD-7-208-g004){#F4}

Collected data were analyzed using the SPSS^®^ version 23.0 statistical analysis software (IBM Corp., New York, NY, USA; formerly SPSS Inc., Chicago, IL, USA).
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On the whole, 361 patients (48.2%) showed motion artifacts (G1 + G2 + G3), which drove us to repeat the examination in 41 cases (5.4%) \[[Table 1](#T1){ref-type="table"}\]. The presence of artifacts happened in two-third, one-third, and four-fifth of the cases in ≤18-year-old, 19--65-year-old, and ≥66-year-old patients, respectively. The repetition rate of the examination of the three different kinds of head support depending on the three age groups was reported in [Figure 5](#F5){ref-type="fig"}. The repetition of the examination occurred in 5.3%, 3.8%, and 10.6% in ≤18-year-old, 19--65-year-old, and ≥66-year-old patients, respectively. Only as regards the repeated examinations \[[Table 1](#T1){ref-type="table"}\], G2 and G3 did not show significant difference in the middle age patients, but G3 was 90% and 75% in young and old patients, respectively.

###### 

Artifacts prevalence, by severity index, relating to the patients' age

![](JISPCD-7-208-g005)

![Repetition rate of the examination of the three different kinds of head support relating to the three age groups. The values were expressed as a percentage](JISPCD-7-208-g006){#F5}

It should be underlined that, within the young group, 6 out of 8 repeated examinations (75%) occurred in 6--9-year-old patients, whereas into the old group, 11 out of 16 repeated examinations (68.7%) occurred in 76--83-year-old patients.

As for the 41 repetitions, i.e., examinations carried out without cotton roll during the second scan, 37 patients used cotton roll in the first scan. After the second scan, 15 out of 41 were considered satisfactory to express a radiological response. About the above-mentioned 15 patients, cotton roll was used in 14 patients in the first scan, whereas it was never used in an only one patient.

As regards the head supports \[[Table 2](#T2){ref-type="table"}\], the foam headrest and the foam headrest with head strap showed very similar severity index where G0 was less than half of the cases. The helmet clearly decreased patient movement producing highest G0 (two-thirds of the cases) and lowest G3 (around one-third less than the other two head supports).

###### 

Artifacts prevalence, by severity index, relating to the head support

![](JISPCD-7-208-g007)

Comfort was never insufficient. It was good in 95%, 78%, and 83% for the foam headrest, foam headrest with head strap, and helmet, respectively \[[Figure 6](#F6){ref-type="fig"}\]. The foam headrest with head strap was the less accepted head support at all ages. The main complaint was the feeling of head tightness due to the large Velcro head strap covering the full forehead. In all patients under 66-year-old, the foam headrest and helmet were well accepted, while in old patients, the stiffness -- no soft enough -- of the helmet was a source of annoyance.

![Comfort of the three different kinds of head support, as far as responses were judged as good, relating to the three age groups. The values were expressed as a percentage](JISPCD-7-208-g008){#F6}

D[ISCUSSION]{.smallcaps} {#sec1-4}
========================

Repetition of examination due to motion artifacts was correlated both to head support and age. The absence of artifacts was higher than the presence of artifacts only in 19--65-year-old patients. In younger and under 66-year-old patients, the three different kinds of head support did not show obvious differences in motion artifacts. In old people, the helmet evidently reduced the presence of artifacts probably because reduced micromovements caused by essential tremors.

The total amount of repeated examinations was 5.4%, which was clearly higher in comparison to previous papers performed by Nardi *et al*.\[[@ref4]\] (1.9%) who investigated Southern European patients through horizontal CBCT, Spin-Neto *et al*. (0.5%),\[[@ref5]\] and Donaldson *et al*. (0.4%),\[[@ref10]\] who both investigated Northern European patients through vertical CBCT. The time when operators decided that examination needed to be repeated was not described in the three above-mentioned papers.

High repetition rate of examination in the present study (5.4%) might be due to immediate and simultaneously assessment of the images carried out by the two radiologists before the patient got off the CBCT unit. Nevertheless, the repetition rate was at upper limits to that recommended by the current European guidelines, stating that a maximum of 5% of all CBCT examinations could be considered diagnostically unacceptable and require a repetition.\[[@ref11]\]

In over 65-year-old patients, motion artifacts needing a repetition of the examination were twice the one performed in ≤18-year-old patients and about triple in comparison to those done in 19--65-year-old patients. It confirmed what previous papers reported in which motion artifacts heavily depended on the patient\'s age.\[[@ref4][@ref5][@ref10][@ref12]\] The repetition of the examination was almost always caused by remarkable artifacts in young and old patients, while significant and remarkable artifacts showed similar values in under 66-year-old adults. This was because the choice to repeat the examination was closely linked to the clinical query. In our series, many examinations carried out in middle age patients were required by clinicians for software-guided planning surgery with possible stereolithography model reconstruction. This technique needed very high image quality with no motion artifacts.

We noted that the majority of the repeated examinations occurred in borderline ages, from 6 to 9 and from 75 to 83-year-old patients. This might prove that there was a different ability in keeping a head and neck muscular control, and as for children in following the operator\'s instructions too. However, according to Spin-Neto *et al*.\[[@ref5]\] and Hanzelka *et al*.,\[[@ref6]\] it is basic to give right instructions to patient before scan to achieve a correct examination performance.

Despite scan time was evidently lower in young (18 s) than middle age patients (26 or 36 s), motion artifacts and consequently repetition of examination was higher in young patients. In fact, independently from age, in CBCT, motion artifacts are related to the ratio between patient movement time and scan time, i.e., motion artifacts depend on the number of the images acquired during the patient movement with respect to the total number of the images.\[[@ref3]\] Therefore, to reduce the scan time does not automatically mean to reduce motion artifacts and/or repetition of CBCT examinations.

Around one-third of the repeated examinations after the second scan resulted to be adequate for a diagnostic judgment. We supposed that cotton roll could be one of the reasons of the mouth movement. This was for the trouble due to the contact of the cotton with oral mucosa and for the difficulty in keeping a steady and continuous masticatory muscles contraction as stated by Spin-Neto *et al*.\[[@ref5]\]

As regards head supports, the foam headrest was the most comfortable in all ages and showed the highest motion artifacts and repetition rate of examination. This was because the foam headrest left the face exposed and the patient head rested only on the occipital area. The addition of the head strap at the foam headrest did not give substantial improvement in the reduction of motion artifacts and repetition rate of examination. The foam headrest with head strap was the most uncomfortable in all ages because of its 5 cm width covering forehead and sometimes part of eyes and/or hair; one more reason was the frontooccipital head compression that caused head tightness feeling. The helmet showed the lowest motion artifacts and repetition rate of examination since fixed the head on three sides with more laterally compression, leaving the forehead relatively free. Nevertheless, the helmet tightness sharply decreased the comfort in old patients who more frequently suffered from cervical pain with kyphosis and osteoarthritis.

We chose to use a low dose volumetric imaging technique as NewTom 5G CBCT\[[@ref13]\] because it was the first time that head supports were tested to decrease motion artifacts in an horizontal CBCT-unit. Furthermore, this kind of unit allows various novel non-dental diagnostic options that could take advantage of specific and suitable means of immobilization, such as the study of ear, paranasal sinuses, orbit, cervical spine, and extremities.\[[@ref14][@ref15]\] The same devices of restraint could be also used in multislice spiral computed tomography since patient takes an equal position during the examination.

Controversy might arise from the subjective method for assessing motion artifacts using a severity index. However, this is what commonly happens in the clinical practice when a choice to (non-) repeat CBCT examination has to be taken since guidelines are still not drawn up on how to deal in case the patient moves.

A weakness of our study was not to have an uniform sample on clinical query, which was a key factor in deciding whether or not to repeat the examination. Furthermore, we did not consider the movement of the mandible alone, which is the only independently mobile bone of the maxillofacial complex. One more limit was not to test the most common vertical CBCT units in which patient is seated or stands up.

To reduce motion artifacts and repetition of examination, further studies should investigate the interaction between patient position (supine, sitting, and standing) and patient movement using various means of head/chin/mouth/jaws immobilization. Additional studies should be directed to develop software for mathematical algorithms that correct images acquired during patient movement.

We hope manufactures will produce better and more performing head supports in the next future, especially for children under 10-year-old and adults over 75-year-old patients. That might ensure a better image quality with high definition of the anatomical structures and accurate two-dimensional or three-dimensional measurements to achieve a safer surgical/medical approach.
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=========================

In ≤18-year-old and 19--65-year-old patients, repetition rate of examination did not show substantial differences among the foam headrest, foam headrest with head strap, and head restraint helmet even though the latter was the most performing. In over 65-year-old patients, the head restraint helmet clearly decreased both motion artifacts and repetition of examination. All three head supports were good comfortable, especially the foam headrest.
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